DATA LABELS: Granite Harbour
	Labels
	UNITS
	LOCATION
	SENSOR
	COMMENTS

	Station ID
	N/A
	N/A
	Campbell CR10
	0010

	Year
	N/A
	N/A
	Campbell CR10
	

	Day
	N/A
	N/A
	Campbell CR10
	

	Hour
	N/A
	N/A
	Campbell CR10
	NZ standard time

	Time
	N/A
	N/A
	
	Cumulative over entire study

	Date
	N/A
	N/A
	
	

	Datalogger ID
	N/A
	N/A
	Campbell CR10
	75

	Battery
	Volts
	Enclosure
	Campbell CR10
	

	Internal Temp
	ºC
	Datalogger
	Campbell CR10
	

	Air Temp
	ºC
	Air 2 m
	Campbell 107
	Avg. hourly.  

	Max Air Temp
	ºC
	Air 2 m
	Campbell 107
	Max hourly.  

	Min Air Temp
	ºC
	Air 2 m
	Campbell 107
	Min hourly.  

	Air Temp
	ºC
	Air 63 in
	Vaisala HMP45C
	

	Relative Humidity
	%
	Air 63 in
	Vaisala HMP45C
	

	Solar Rad
	W/m2
	Air 3 m
	LiCor LI200X
	

	Wind Speed
	mph
	Air 3 m
	Met One
	Hourly average

	Wind Dir
	azimuth
	Air 3 m
	Met One
	True North

	Max Wind Speed
	mph
	Air 3 m
	Met One
	Max 10-s avg.

	Wind Speed
	m/s
	Air 3 m
	Met One
	calculated

	Soil Temp
	ºC
	Soil 2 cm, moss
	Campbell 107 Temp
	Moss Patch

	Soil Temp
	ºC
	Soil 5 cm, moss
	Campbell 107 Temp
	Moss Patch

	Soil Temp
	ºC
	Soil 2 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 5 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 10 cm 
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 15 cm 
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 25 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 35 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 45 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 60 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 75 cm
	Campbell 107 Temp
	

	Soil Temp
	ºC
	Soil 90 cm
	Campbell 107 Temp
	

	MRC Soil Temp
	ºC
	Soil surface
	MRC Soil Temp Probe
	0 cm

	MRC Soil Temp
	ºC
	Soil 2.16 in
	MRC Soil Temp Probe
	5.5 cm

	MRC Soil Temp
	ºC
	Soil 4.32 in
	MRC Soil Temp Probe
	11 cm

	MRC Soil Temp
	ºC
	Soil 6.48 in
	MRC Soil Temp Probe
	16.5 cm

	MRC Soil Temp
	ºC
	Soil 8.64 in
	MRC Soil Temp Probe
	22 cm

	MRC Soil Temp
	ºC
	Soil 10.80 in
	MRC Soil Temp Probe
	27.5 cm

	MRC Soil Temp
	ºC
	Soil 12.96 in
	MRC Soil Temp Probe
	33 cm

	MRC Soil Temp
	ºC
	Soil 15.12 in
	MRC Soil Temp Probe
	38.5 cm

	MRC Soil Temp
	ºC
	Soil 17.28 in
	MRC Soil Temp Probe
	44 cm

	MRC Soil Temp
	ºC
	Soil 21.60 in
	MRC Soil Temp Probe
	55 cm

	MRC Soil Temp
	ºC
	Soil 25.92 in
	MRC Soil Temp Probe
	65.8 cm

	MRC Soil Temp
	ºC
	Soil 30.24 in
	MRC Soil Temp Probe
	76.8 cm

	MRC Soil Temp
	ºC
	Soil 34.56 in
	MRC Soil Temp Probe
	87.8 cm

	MRC Ref
	
	
	MRC Soil Temp Probe
	Reference

	ER
	unitless
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Real dielectric constant

	EI
	unitless
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Imaginary dielectric constant

	Temp
	(C
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Temperature

	ER_COR
	unitless
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Temperature corrected ER

	EI_COR
	unitless
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Temperature corrected EI

	WATER
	wfv
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Soil moisture

	SALINITY
	g NaCl/L
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Soil salinity

	SOIL_COND
	S/m
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Soil conductivity

	SOIL_COND_COR
	S/m
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Temp corrected soil conductivity

	WATER_CON_COR
	S/m
	Soil 2.5 cm
	Vitel Soil Moisture/Temp
	Temp corrected conductivity of the water in the soil

	ER
	unitless
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Real dielectric constant

	EI
	unitless
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Imaginary dielectric constant

	Temp
	(C
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Temperature

	ER_COR
	unitless
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Temperature corrected ER

	EI_COR
	unitless
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Temperature corrected EI

	WATER
	wfv
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Soil moisture

	SALINITY
	g NaCl/L
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Soil salinity

	SOIL_COND
	S/m
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Soil conductivity

	SOIL_COND_COR
	S/m
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Temp corrected soil conductivity

	WATER_CON_COR
	S/m
	Soil 5 cm
	Vitel Soil Moisture/Temp
	Temp corrected conductivity of the water in the soil

	ER
	unitless
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Real dielectric constant

	EI
	unitless
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Imaginary dielectric constant

	Temp
	(C
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Temperature

	ER_COR
	unitless
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Temperature corrected ER

	EI_COR
	unitless
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Temperature corrected EI

	WATER
	wfv
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Soil moisture

	SALINITY
	g NaCl/L
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Soil salinity

	SOIL_COND
	S/m
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Soil conductivity

	SOIL_COND_COR
	S/m
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Temp corrected soil conductivity

	WATER_CON_COR
	S/m
	Soil 15 cm
	Vitel Soil Moisture/Temp
	Temp corrected conductivity of the water in the soil

	ER
	unitless
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Real dielectric constant

	EI
	unitless
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Imaginary dielectric constant

	Temp
	(C
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Temperature

	ER_COR
	unitless
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Temperature corrected ER

	EI_COR
	unitless
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Temperature corrected EI

	WATER
	wfv
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Soil moisture

	SALINITY
	g NaCl/L
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Soil salinity

	SOIL_COND
	S/m
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Soil conductivity

	SOIL_COND_COR
	S/m
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Temp corrected soil conductivity

	WATER_CON_COR
	S/m
	Soil 25 cm
	Vitel Soil Moisture/Temp
	Temp corrected conductivity of the water in the soil

	ER
	unitless
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Real dielectric constant

	EI
	unitless
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Imaginary dielectric constant

	Temp
	(C
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Temperature

	ER_COR
	unitless
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Temperature corrected ER

	EI_COR
	unitless
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Temperature corrected EI

	WATER
	wfv
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Soil moisture

	SALINITY
	g NaCl/L
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Soil salinity

	SOIL_COND
	S/m
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Soil conductivity

	SOIL_COND_COR
	S/m
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Temp corrected soil conductivity

	WATER_CON_COR
	S/m
	Soil 45 cm
	Vitel Soil Moisture/Temp
	Temp corrected conductivity of the water in the soil

	ER
	unitless
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Real dielectric constant

	EI
	unitless
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Imaginary dielectric constant

	Temp
	(C
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Temperature

	ER_COR
	unitless
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Temperature corrected ER

	EI_COR
	unitless
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Temperature corrected EI

	WATER
	wfv
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Soil moisture

	SALINITY
	g NaCl/L
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Soil salinity

	SOIL_COND
	S/m
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Soil conductivity

	SOIL_COND_COR
	S/m
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Temp corrected soil conductivity

	WATER_CON_COR
	S/m
	Soil 75 cm
	Vitel Soil Moisture/Temp
	Temp corrected conductivity of the water in the soil


